Severe penile curvature after implantation of an inflatable penile prosthesis.
We describe 6 cases of penile curvature following implantation of inflatable penile prostheses. Exploration revealed severe scarring of the corpora cavernosa, which produced the curvature in 4 patients. In all 4 cases this area was incised and the defect was filled with a polytetrafluoroethylene vascular graft. The penis was straightened and the prosthesis functioned normally. The remaining 2 patients were treated with inflation for 8 weeks with resolution of the curvature. To our knowledge, these cases represent the first reported complications produced by abnormal scar tissue outside of the inflammatory pseudocapsule after implantation of an inflatable penile prosthesis.